▶ Video 1 shows two small tricks to help in these situations. The first case shows step by step how to place and release a LAMS with a therapeutic endoscope. The second case shows how a LAMS can be reused after it has been misplaced, using the working channel to collapse the stent (▶ Fig. 1 b) , thereby allowing reuse of the LAMS (▶ Fig. 2 ) and avoiding an increase in the costs of the procedure. Our video is based on benign esophageal stricture, but may be useful in many other indications where LAMSs are used, such as complicated pancreatitis with walled-off pancreatic necrosis (WON) [4] . We therefore believe that this video can help colleagues who find themselves in similar situations to those described.
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E-Videos
Video 1 This video shows placement of a lumen-apposing metal stent using a directvision endoscope and a technique to reposition this type of stent after complete misplacement.
▶ Fig. 1 Photographs showing: a the device protruding about 30 cm above the working channel of a therapeutic endoscope, meaning it takes two people to operate it; b the lumen-apposing metal stent being drawn into the working channel of the therapeutic endoscope.
▶ Fig. 2 Radiographic image showing release of the distal flap of the lumenapposing metal stent during repositioning from the working channel of a therapeutic gastroscope.
